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Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical Committee for Cereals, pulses and derived 
products (TC 11) and published by the Ethiopian Standards Agency (ESA). 

The standard is a reaffirmation for reprint of the Ethiopian Standard ES ISO 5530-1:2005, Wheat flour - Physical characteristics of 
doughs - Part 1: Determination of water absorbtion and rheological properties using a farinograph (Identical with ISO 5530-1:1997), 
with some editorial changes without altering the technical contents in the former text. 
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Wheat flour — Physical characteristics of doughs — 

Parti: 

Determination of water absorption and rheological properties using a 
farinograph 



1 Scope 

This part of ISO 5530 specifies a method, using a farinograph, for [he determination of ihe water absorption of flours 
and Ihe mixing behaviour of doughs made from them. 

The method is applicable to floor from wheat (Triticum aestivum L). 

2 Normative reference 

The following standard contains provisions which, through reference in this text, constitute provisions of this part of 
ISO 5530. At the time of the publication, the edrlion indicated was valid. All standards are subject to revision, and 
parlies to agreements based on this part of ISO 5530 are encouraged to investigate the possMity of applying [he 
most recent edition of the standard indicated below. Members of IEC and ISO maintain registers of currently valid 
International Standards. 

ISO 712:— 1 ), Cereals and cereal products — Determination of moisture content— Routine reference method, 

3 Definitions 

For the purposes of this part of ISO 5530, the following terms and definitions apply. 

3.1 consistency 

Resistance of a dough to being mixed in a farinograph at a specified constant speed. 

MOTE — It is expressed in arbitrary units (farinograph units, FU). 

3.2 wate r absorptio n (of f Jou r) 

Volume of water required to produce a dough with a maximum consistency of 500 FU, under the operating 
conditions specked in this part at ISO 5530. 

NOTE — Water absorption is expressed in milliSitres per 100 g of flour at 14 % { m/m ) moisture content. 



1 > To be published. (Revision of ISO 712:1935) 
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4 Principle 

Measuring and recording, by means of a farinograph, the consistency of a dough as it is formed from flour and 
water, as it is developed, and as it changes with time. 

NOTE — The maximum consistency of the dough is adjusted to a fixed value by adapting the quantity of 
water added. The correct water addition, which is called the water absorption, is used to obtain a complete 
mixing curve, the various features of which are a guide to the rheological properties (strength) of the flour. 

5 Reagent 

5.1 D isti I led water, o r wate r of eq u i val e nt pu rity . 

6 Apparatus 

Usual laboratory apparatus and, in particular, the following. 

6.1 Farinograph 2 ), with a thermostat consisting of a constant temperature water bath (see annex A). 

It shall have the following operating characteristics: 

- slow blade rotational frequency: (63 I 2) min"i (rev/min); 0* ratio of the rotational frequencies of the mixing 
blades shall be 1 ,50 t 0,01; 

- torque per farinograph unit: 

a) for a 300 g mixer 

(9,8 ± 0,2) mN'm/FU 1(100 ± 2) gf-cm/FU], 

b) For a 50 g mixer 

(1 ,96 ± 0,04) mN-m/FU [(20 x 0,4) gf-cm/FU]; 

- chart speed: (1,00 ± 0,03) cm/min. 

6.2 Burette 

a) For a 300 g mixer, graduated from 1 35 ml to 225 ml In 0.2 ml divisions. 

b) For a 50 g mixer, graduated from 22.5 ml to 37,5 ml in 0,1 ml divisions. 

The time to flow from ml to 225 ml or from ml to 37.5 ml respectively shall be not more than 20 B, 

6 .3 Ba Ian ce, ca pab le of we i gh i ng to t he nea rest ± 0, 1 g . 



> This pai of ISO 5530 has been drawn up on the basis of the Brabender Farinograph. This information is given 
for the convenience of users of this part of ISO 5530 and does not constitute an endorsement by ISO of this 
apparatus. Other equipment may be used if it can be shown to give comparable results 
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6.-1 Spatula, in job ol soli pu&i.r 

7 Samplmq 

Sampling n nut p&ri l the melfiod specified a thla part d ISO §530. A r«ofnmanded sampling method i& gwen m 

■so wow. 

U ,l unp^n.jrn in. si -iirr fcjtorfltor^ receive a &afnpla wfiii!h it, ii.jly rapnpspniatw **d h*** noi broon rtamaged or 
dwtflw* durma imnGpon and tt&n&fle. 

e Prw€dure 

<L1 DelanniruitlM ol UhE ffliolslurc cnnlBnl dT Chfl flour 

Qaiafrnifts liic rnoisluia- content ol the flour uafrv)| III* mfrlhyd specified in ISO 71 S. 

B J Prfiparalinn iif apparalUG 

Bil Tu«m on 1ha fruhflmaaul or rhe tarifiOgFasHi (6 1 1 and circulate cue water, unhl ih* fleqinrod lamnaram™ ■ 
FBBctad, prior la using tho ifrSEtuintipr Btr&tt and during ins. check the lernpeulutt-i ol iha tanietftf and ol (he 
mump bowl Itw latter In B*e hql* prowMfrd lor this puipma. The lamperaJura ol Iha nixing howl &haJl bo 
(30 ± D,2l "C. 

fl.2.2 Uncriujilfe fchr- miicnr Irom the driving abaft and adjust the potion- ol lh« coanlBrwaighHsJ ao as 1a obtain 
jtisre dallipclinn &r l*it pgm|nr wi|!i Lhe motor running al Ihespecilied *otolKX*as ffuqumcy £eee 6.1). Swdch qH iha 
malw^vJ Hum -naupln ihn -nixfr 

LuhrcBla 1hu mix*] w*b ndfop ol ^uer between 1he back-plale and each d lh« fcrlpdoi. Chock thai iha dnflectijn aJ 
1h* ppih1r?r is wHhin Ihi range (G k Sf FU wim ihe imsungi feterifc* rotating ill the sfwcrf^d itf HbmaJ Imquancy in the 
ftnpty, dean bowl. It the daft*t;lK>rt ramrods- 5 FLJ. clean 1ha mm* moja thoroughly or alinwmle &b*t oiu^h ol 
fr^tion. 

AdjusJ H he am d -ha pert bo aa 1p ottain atenbttl rHdmpi irom ifce pOinler and iha recording pen. 

Ad|usi pKi- tfarnpor so lhaL wrth 1ha mora* - running, lhe lime flKiuinrti For Hie pointer to go From l 000 FLT to 1QG Rj 4 
(I.Ot-OLSJ B.Thfi should ruult m a bandwMih rti ripp^irrnnte-ly SO RJ lo W FLL 

G4S.3 Fill Ihn b jnyito J6.JS), including the lip, wrth waler ad a Lempattftui* Of (30 1 0, 5h ~C. 

■tt.3 Tail portion 

It necessary, Mi| 1h( IkKir lu a (einparaEura o! <K L SJ 'C. 

Wotgh, b Iho rarest 0,1 fl, &ie equivalenl or 3QQ tf Hor ci 300 g mixerl or SO g <lor a SO g muearj tri flour Iwlrtfl # 
-noieturo contsfit oi 14 % fiii/ftji. LaL this miua., in gnu™, pa m] ir?R labJn 1 far m- aa a lunctaan dI nioisltffe 
content. 

Place me flour m che mixer. C&vtr \tw rttstr, ^nd k*«p u effvorod unlH ine and ol mamg \ba. 1) except, tor Iho 
IhOft^fll pc^B^e Irme. ^hen warer ha^ lo be nrlded ond EN? dough scaped doiw. rG^c A.^ 2\ 
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B.4 Determination 



ffl M ,' X fu the ! P !°'^ d . rO,ati0nal ^^ancy (see 6.1} for 1 mfai or slightly longer, Start adding water from the 
S by Ihlpef ° nt C ° mer ° f "" miX6r Wlthin 25 « Wh8n a ^^ '- on S reS™ P @ r 

i^!^E , !8& i,,!W, timei ,he recorder paper mav be ™ ed foward **** wwi * w 

Add a volume of water close to that expected lo produce a maximum consistency (9.1) of 500 FU. When the douah 
forms scrape down (he sides of the baiwl with the S paMa (6.4) adding any adhering particles to ihTS «SS 
stopp.no: the mixer. If the consistency is too high, add a little more water to obtain a maximum cinsi S S 1T0 
approximately 500 FU. Stop mixing and clean the mixer. maximum consistency ,.j. i > ,,, 

3,4.2 Make further mixings as necessary, until two mixings are available: 

- in which the water addition has been completed within 25 s; 

- the maximum consistencies (9.1) of which are between 480 FU and 520 FU; and 

CS3E£E ItlZT inued ,or a ' leas ' 12 mi " ato ,he -" °' •» ^™-< *» «* » « 

Stop mixing and clean the mixer 





Table 1 — Mass of flour, in grams, equivalent to 300 g and 50 g 


I 




at a moisture content of 14 % (™ / m) 




Moisture content 


Mass m of floL 


ir equivalent lo 


Moisture content 


Mass m of flour equivalent to 


% (Wm) 


300 g 


50 g 


% (m/ffl) 


300 g 


50 g 


9.0 


233,5 


47,3 


13,8 


298,6 


49.8 


9,1 


283,8 


47,3 


13,7 


299,0 


49.8 


9,2 


284,1 


47,4 


13.8 


299,3 


48,9 


9,3 


284.5 


47,4 


13,9 


298,7 


49,9 


9,4 


234,8 


47,5 


14,0 


300,0 


50,0 


9,5 


235,1 


47,5 


14.1 


300,3 


50,1 


9*6 


£85,4 


47,6 


14,2 


3007 


50 r 1 


9.7 


235,7 


47,6 


14,3 


301,1 


50,2 





266,0 


47.7 


14,4 


301,4 


50,2 


9.9 


236,3 


47,7 


14,5 


301 r 8 


50,3 


10.0 


£86,7 


47,3 


T4.6 


302,1 


50,4 


lOpi 


287,0 


47,6 


14,7 


302.5 


50,4 


10,2 


237,3 


47,9 


14,8 


302,8 


50,5 


T0.3 


237,6 


47,9 


14,9 


303,? 


50,5 


10,4 


267,9 


48,0 


15,0 


303,5 


50.6 


10,5 


£88,3 


43,0 


15,1 


303,9 


50,6 


10,6 


289,6 


48,1 


15,2 


304,2 


50,7 


10,7 


288,9 


48,2 


15,3 


304,6 


50,8 


10,8 


289,2 


48 H 2 


15,4 


305,0 


50,8 


1G;9 


2B3.6 


48 r 3 


15.5 


305,3 


50,9 


11.0 


289,9 


46,3 


15,6 


305,7 


50,9 


11.1 


290,2 


48,4 


15,/ 


306,0 


51,0 
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Moisture content 


Mass m of flour equivalent to 


Moisture content 


Mass *=; of flour equivalent to 


% {tntm) 


300 g 


50 g 


% [m/m] 


300 g 


50 p 


11.2 


290,5 


48 H 4 


15,8 


306.4 


51,1 


11.3 


290,9 


48,5 


15,9 


306.8 


51,1 


11,4 


291,2 


46,5 


1G,0 


307,1 


51.2 


11,5 


291,5 


48,6 


16.1 


307.5 


51,3 


1:1.6 


291 ,g 


48,6 


16,2 


307.9 


51,3 


11.7 


292.2 


48.7 


16,3 


303,2 


51.4 


11,8 


292.5 


43,8 


16.4 


308,3 


51,4 


11,9 


292.8 


±8 B 


16.5 


309,0 


51,5 


12,0 


293,2 


43,9 


16.6 


309,4 


51,6 


12,1 


293,5 


43,9 


16,7 


309,7 


51 r 6 


12,2 


293,3 


49.0 


16,8 


310,1 


51,7 


12,3 


294,2 


49,0 


16,9 


310,5 


5\" 


12,4 


294,5 


49,1 


17,0 


310,B 


51,8 


12,5 


294,9 


49,1 


17 r 1 


311,2 


51,9 


12.-G 


295,2 


49,2 


17,2 


311 r 6 


51,9 


12,7 


295,5 


49,3 


17,3 


313.0 


52,0 


72,8 


295,9 


49,3 


17,4 


312,3 


52,1 


12.9 


296,2 


49,4 


17,5 


312.7 


52,1 


13,0 


296,6 


49,4 


17,6 


3l3 r 1 


522 


13,1 


296.B 


49,5 


17,7 


313,5 


52,2 


13,2 


297,2 


49,5 


17,3 


313,9 


52,3 


13,3 


297,6 


49,5 


17,9 


314,3 


52,4 


13,4 


297,9 


49,7 


18,0 


314,6 


52,4 


135 


298,3 


49,7 








NOTE — The vnlues in this table were calculated using the tallowing fnrmuis,e: 






a) (or the mass, in grams, equivalent to 300 g at 14 % (m'm) moisture conten 


I. 




25S00 

m = — — 

100-W 






b) for the mass, in grams, equivalent to SO gal 14 % (m/m) moisture content: 






4 300 

w = 

100 -H 






where H is the moisiure content of the sample, as a pereenlage by mass, 







9 Expression of results 

NOTE -- To facilitate the calculations, a computer may be used The femnograph has to be modified by 
adding an eleclricaE output for transferring the data to the computer. With the appropriate software the 
computer evaluates the diagram according to 9.1 to 9,4, and documents the tftegram and the results. 



9,1 Ca Ic ulat to n of water a bsorpt io n 

From each of the mixings with maximum consistencies between 4B0 FU and 520 FU, derive the corrected volume 
V c , in millilitres, ot water corresponding to a maximum consistency of 500 FU, by means of the following equations: 
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a} for a 300 g mixer: 

V c = v+0,096(C-500) 
b) for a 50 g mixer; 

V c = V+0,016(C -500) 
where 

V is the volume, iri rnilli litres, of water added; 

C is the maximum consistency, in farinograph units (see figure 1), given by 

2 
where 

t\ is (he maximum height of the upper contour of the curve, in farfnograph units; 
c 2 is the maximum height of the lower contour of the curve,, in farinograph units. 

NOTE -- In Ihe relatively infrequent case where two maxima are observed, use the height of the higher 
maximum. 

Use for the calculation the mean value of duplicate determinations ol V c „ provided that the difference between them 
does not exceed 2.5 ml (for a 300 g mixer) or 0,5 ml [lor a 50 g mixer) of water. 

The farinograph water absorption, expressed in milli]itres per 100 g of flour al 14 % [mjm) moisture content is 
equal to 

a) for a 300 g mixer: 

(Vc + m-GQQJx- 

b} for a 50 g mixer; 
{y 1 m 50) x 2 

where 

V c is the mean value of the duplicate determinations of the corrected volume, in mtflilitres, of water 
corresponding to a maximum consistency of 500 FU; 

m is the mass, in grams, of the test portion derived from table 1 . 

Report the result to the nearest 0,1 ml per 100 g. 

9.2 Calculation of dough development time 

The dough development time is the time from the beginning of addition of waler to the point on the curve 
immediately before the first signs of the decrease of consistency (see figure 1 }. 

NOTE — In the relatively infrequent case where two maxima are observed, use the second maximum to 
measure the development time. 
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Torque or consistency, FU 

Stability 



[ 



f softening 




Time, min 

Figure 1 — Representative far fnograph showing the commonly measured indices 

Take as the result the mean dough development time from the two curves to the nearest 0,5 min, provided that the 
difference between them does not exceed 1 min for development times of up to 4 min, or 25 % of their mean value 
for longer developmeni times. 

9.3 Calculation of stability 

Stability is defined as the difference in time, to the nearest 0,5 min, between the point at which the top of the curve 
first intercepts the 500 FU line antf the point at which the top of the curve leaves the 500 FU line. This value, In 
general, gives some indication of the tolerance of the flour lo mixing. 

When the maximum consistency deviates from the 500 FU line (see 9.1}, the line of this consistency should be used 
to read (he interceptions. 

9 A Ca leu lation of deg ree of s ofte n i ng 

The degree of softening is the difference in height between the centre of the curve at the end of the dough 
development time and the centre of the curve 12 min after this point (see figure 1 }, 

Take as the result the mean degree of softening from the two curves to the nearest 5 FU, provided thai the 
difference between them does not exceed 20 FU for degrees of softening up to 100 FU. or 20 % of Their mean valun 
for larger values. 



9.5 Other characteristics 

9.5.1 The curve characteristics given in 9.1 to 9,4 are derived strictly from the recorded curve (figure 1). 

9.5.2 In some countries, the quality number is calculated: this is the length, in millimetres, along the time axis 
between the point of water addition and the point where the height of the centre of the curve has decreased by 
30 FU compared to the height of the centre of the curve at the development time. 
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NOTE — The quality number may be reported together with, or instead of, the stability and the degree of 
softening, Using the quality number instead of the stability and the degree of softening shortens the total 
mixing time, especially in ihe case or doughs from weaker flours. There is good correlation between the 
quality number and the stability and the degree of softening respectively. 

9,5.3 In the United States of America and some other countries, further interpretations of the recorded curve are 
used, giving the following characteristics: arrival time, peak time, mixing tolerance index, departure time, 20-min 
drop,' time to breakdown and valorlmeter value. Some of these characteristics are defined in another way and 
cannot be compared with the characteristics in this part of ISO 5530. They are reported in references |2j and [3]. 



10 Precision 

Details of an inlerlaboratory test on the precision of the method are summarized in annex B. The values derived 
from this i me (laboratory test may not be applicable to concentration ranges and matrices other than those given. 

1 1 Test report 

The test report shall specify 

■ all information necessary for the complete identification of the sample; 

- the sampling method used, if known; 

- the test method used; with reference to this part of ISO 5530; 

- the size of the mixer used; 

- the type of flour 

- all operating details not specified in this part of ISO 5530, or regarded as optional, together with details of any 

incidents which may have influenced the test result [s}; 

- the test result(s) obtained; and 

- if the repeatability has been checked, the final quoted result obtained. 
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Annex A 

(informative) 

Description of the farinograph 

WARNING — The safety provisions installed by the manufacturer must be used properly. These safety 
provisions stop the drive iftbe mixer is not covered or if the front part fs separated from the back wall. With 
earlier instruments without these safety provisions, consider the following precautions : 

- keep your fingers and other objects out of the running mixer; 

- keep ties, sleeves etc. away from rotating driving shaft of the farinograph. 

Be careful not to damage the paddles by reaching with the spatula into the running blades at the begin of 
the test or during cleaning operation with the mixer coupied to the farinograph and the motor running at 
low rotational speed, 

A.1 General description 

The farinograph comprises two units: 

a) the farinograph unit itself, consisting of a water-jacketed mixer, a means for recording dough consistency in 
the form of fa ri nog rams, and a burette (A.2); 

b) a thermostat for the circulation water ( A-31- 

The components of the farinograph are illustrated diagramatically in figure A.1 . 

A.2 Farinograph unit 

A.2,1 The farinograph unit is mounted on a heavy cast-iron base plate having four levelling screws, and consists 
of: 

a) a detachable, water- jacketed mister (A. 2. 2); 

b) an electric motor, driving the mi*er (A. 2. 3); 

c) a gear and lever system, acting as a dynamometer to measure ihe torque on the driving shaft between the 
gear and the mixer (A.2. 3); 

d) a dash-pot to damp the movements of the dynamometer [A. 2. 3); 

e) a scale, the pointer of which is actuated by movements of the dynamometer (A. 2.3); 

f) a recorder^ ihe pen of which is actuated by the movements of the dynamometer (A. 2.4); 

g) a burette to measure the volume of water added to the flour. 
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"^ 



Key 

1 Back wall qf mixer with mixing blades 

2 Remainder of mixer 

3 Housing qJ motor and gears 

4 Ball- race bearings 

5 Levers 

6 Counterweight 



7 Scale head 

8 Pointer 

9 Pen arm 

10 Recorder 

1 1 Dash-pot damper 



Figure A.1 — Diagram of farinograph 

A.2.2 The mixer is two-bladed and is designed to mix doughs from either 300 g or 50 g of flour. It is in two parts: 

a) a hollow back- plate ih rough which water from i he thermostat circulates and, at the back, a gear- box driving 
the l wo mixer blades that project lorward through this back-plate; 

bj the remainder of the mixer, i.e. two sides, front and bottom in one piece, through which water from the 
thermostat circulates. 

The two parts are held together by means of two bolts and wing nuts r and can be dismantled for cleaning. 

The slower mixing blade is driven directly by the shaft from the gear; it routes at a frequency of 63 min ' in recent 
fannographs. The faster mixing blade is geared, by cog-wheels, to rotate at a frequency thai is 1 ,5 times that of the 
slower blade. 

NOTE - Previous farinographs were made with rotational frequencies of the driving shaft that differ from the 
presently standardized value of 53 min" 1 . The effect of the rotational frequency on the determination can be 
neglected if it is within ihe range 59 min -1 to 67 min *. If it is outside this range, an approximately correct 
water absorption can be obtained by substituting a consistency 6 for the standard consistency of 500 FU. 
The value of C can be calculated from the actual rotational frequency n , in reciprocal minutes, of the driving 
shaft or slower mixing biade. by means of the equation 



<:= 500 + 200 In 



f-1 



If a consistency C has to be substituted for (he standard consistency, the development time varies according 
to the equation 
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, = r-3£0 f --—\ 
{* 63/ 



where 

i, is the development time, in minutes, I hat would be measured with a farinograph that is in accordance with 
6.1; 

t is the development time, in minutes, that is read on the curve actually recorded 

Insufficient data are available to make a similar correction for the degree of softening. 

The mixer can be cfosed by a lid which, in recent farinographs, consists of two parts. 

a) A bottom part, to be opened only to place the flour into the mixer, When it is opened, the security system 
switches off the instrument This part has slots, to allow dough to be scraped down from the sides of the bowl 
with a spatula. The water has to be added through the front end of the slot at the right-hand side of the mixer. 

b) A top part, to be placed on the bottom part to close its slots. It is to be opened only tor adding water or 
scraping down the dough. 

Jn older farinographs the mixer is closed by a flat plastics plate, which is laid on top of the mixer. It is removed to 
add water and scrape down the dough. 

A,2,3 The motor and its reduction and dynamometer gears are placed together in a housing. From the froni and 
rear ends of this housing, shafts protrude that are supported by ball-race bearings; the housing can pivot on these 
shafts. 

The shaft Trom the front end drives the mixing blades. The resistance of the dough to being mixed causes a torque 
on this shaft which, if not balanced, would cause rotation of the motor housing. 

The motor housing carries an arm r one end of which is connected by the lever system to the scale and recorder 
pen. This causes a counter-torque on the motor housing, which is linearly related to the deflection of the scafe 
poinjer and recorder pen. As a result, the deflections of the scale pointer and recorder pen are, if the two torques 
balance one another, proportional to the torque on the driving shaft; i.e. to the resistance of the dough to being 
mixed. The operator can choose the correct torque per unit deflection (6.1 } by selecting: 

- the appropriate effective counterweight in the scale head; this is done by a handie that can lift a counts rweighl, 
and so make it ineffective; 

- the appropriate effective length of the front part of the lower lever arm; this is done by varying the position of 
the link between the lower lever arm and the motor housing lever arm. 

In recent instruments, both possibilities for adjustmenj are used. Id older instruments there is only the second 
possiblity. 

Movements of the motor housing, lever system, scale and recorder pen are damped by a piston immersed in oil; the 
piston is connected to I he right-hand end of the arm of I he motor housing. The extent of damping can be adjusted; 
more damping results in a narrower curve, 

A.2,4 The paper for the recorder is supplied in the form of a roll, It Is moved by an electric clock-type motor at a 
rate of 1 ,00 cm/min. Along its length it bears a printed scafe in minutes. Across its width it bears a circular scale 
(radius 200 mm) with arbitrary units, running from FU to 1 000 FU, 
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A. 3 Thermostat 

The Ihermostat normally consists of a tank with water, and contains the following parts. 

a) An electric heating element. 

b} A thermoregulator to control the heating element capable of maintaining the temperature of the mixing bowi at 
{30 ± 0,21 °C Under adverse conditions, a slightly higher water temperature may be necessary; it shall be 
controlled with ihe same accuracy. 

c) A thermometer. 

d) A motored riven pump and stirrer. The pump is connected to the water jackets of the mixing bowl by means of 
flexible tubing. It shall have sufficient capacity to maintain the temperature of the walls of the mixing bowl at (30 + 
F 2) °C. For a 300 g mixer, the flow of water through the j ackers shall be at least 2,5 l/mm (preferably 5 l/min or 
more), and for a 50 g mixer at least 1 l/mtn, Except in some earlier models of the farinograph, the dash-pot 
damper can also be connected to the pump; however, temperature control of the dash-pot damper is not really 
necessary if the viscosity of the oil in it is only slightly sensitive to temperature. 

e) One or Two coils of metal tubing. Recent ther mo stats supplied by the manufacturer of the farinograph have 
two coils, One of them is used to cool the thermostat bath by a tow of tap water. The distilled water (5.1) can be 
pumped through the other one into the burette to adjust its temperature (8.2.3). If there is only one coil, it shall be 
used to cool the thermostat bath, except under exceptional conditions. If cooling of the bath by tap water is not 
necessary, the distilled water can be pumped through the only coil to adjust its temperature. 

A.4 Calibration of larinographs 

The reproducibility of the determination with fahnographs is influenced by the calibration status of the farinograph 
and the mixers used in conjunction with the farinograph. 

The dynamometer, lever system and scale of the farinograph can be adjusted to give correct results. Also the 
burette can be calibrated. However, there is no method for absolute adjustment of the mixer. Each mixer (or 
instrument) shall be compared with another mixer (or instrument) using a range of flours. 

It is possible ro have the mixer adjusted by the manufacturer to his standard, With old or badly worn instruments, 
this will be impossible, it is likely that the results from a given mixer will change with increasing usage of the mixer. If 
good agreement between instruments is to be maintained, frequent checks are required. 
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Annex B 

(informative) 

Results of inter laboratory tests 



I nterlab oratory tests were conducted between 1989 and 1990 by the Department of Cereals. Feed and Bakery 
Technology {IGMB} at Wageningen, Netherlands, of TNO Nutrition and Food Research. The results on the 
reproducibility of farinograph measurements are given in table B.1 and are taken from reference [4]. 

Table B.1 — Precision of farinograph requirements 



Measurement 


Repeatability 


Reproducibility 


Water absorption 


0.52 %") 


1,60%'' 


Dough development time 






up to 4 min 


16% of mean value 


48 % of mean valje 


above 4 min 


No reliable results available 


■) In millilitres of water per 100 g of 


[lour. 
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Organization and Objectives 

The Ethiopian Standards Agency (ESA) is the national standards body of Ethiopia 
established in 2010 based on regulation No. 193/20 10. ESA is established due to the 
restructuring of Quality and Standards Authority of Ethiopia (QSAE) which was 
established in 1970. 

ESA 's objectives are:- 

♦ Develop Ethiopian standards and establish a system that enable to 
check weather goods and services are in compliance with the 
required standards, 

♦ Facilitate the country's technology transfer through the use of 
standards, 

♦♦♦ Develop national standards for local products and services so as to 
make them competitive in the international market. 

Ethiopian Standards 

The Ethiopian Standards are developed by national technical committees which are 
composed of different stakeholders consisting of educational Institutions, research 
institutes, government organizations, certification, inspection, and testing 
organizations, regulatory bodies, consumer association etc. The requirements and/ 
or recommendations contained in Ethiopian Standards are consensus based that 
reflects the interest of the TC representatives and also of comments received from 
the public and other sources. Ethiopian Standards are approved by the National 
Standardization Council and are kept under continuous review after publication and 
updated regularly to take account of latest scientific and technological changes. 
Orders for all Ethiopian Standards, International Standard and ASTM standards, 
including electronic versions, should be addressed to the Documentation and 
Publication Team at the Head office and Branch (Liaisons) offices. A catalogue of 
Ethiopian Standards is also available freely and can be accessed in from our 
website. 

ESA has the copyright of all its publications. No part of these publications may be 
reproduced in any form without the prior permission in writing of ESA. 
International Involvement 

ESA, representing Ethiopia, is a member of the International Organization for 
Standardization (ISO), and Codex Alimentarius Commission (CODEX). It also 
maintains close working relations with the international Electro-technical 
Commission (IEC) and American Society for Testing and Materials (ASTM) .It is a 
founding member of the African Regional Organization for standardization 
(ARSO). 



More Information ? 
Contact us at the following address. 
The Head Office of ESA is at Addis Ababa. 

SOU- 646 06 85, Oil- 646 05 65 
^ 011-646 08 80 
IHI 2310 Addis Ababa, Ethiopia 
E-mail: info@ethiostandards. org, 
Website: www. ethiostandards. org 
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